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Introduction

 Stress can cause denaturation and aggregation of antibodies

 Aggregation propensity of antibody candidates was measured 
using a fluorescence based assay in 96-well format   

 Shaking stress initiated by the FLUOstar Omega and the addition 
of Teflon beads enabled a successful  antibody screening 

During manufacture of antibody molecules, they are subjected 
to mechanical stress generated by processes such as pumping 
and filtration. This may cause denaturation and consequently  
aggregation due to exposure of the protein to air-liquid interfaces  
and shear forces, resulting in the ultimate loss in bioactivity.              

Hence in the process of candidate selection, data regarding the 
aggregation propensity of antibody molecules in various buffer 
conditions would aid in the prediction of problems that would 
potentially be encountered during manufacturing and shelf-life 
stability. Shaking stress is a convenient method to screen and 
compare the robustness of antibodies in different buffer conditions 
in manufacturing and serves to mimic the effect of stress at  
air-liquid interfaces. 1,2

 
Experiments have been performed where various antibody  
molecules have been stressed by vortexing in 1.5 mL tubes and 
the extent of aggregation measured by the change in turbidity 
(absorbance at 340 nm/595 nm). This involves removing aliquots  
at various time points for manual analysis by a spectrophotometer  
and although this methodology is useful for screening different 
antibody candidates it cannot accommodate large numbers of 
samples and the data collection is inefficient. 

A higher throughput (96 well plate format) screening method is 
required which would allow continuous real time measurement of 
aggregation within a convenient time window of analysis.

The FLUOstar Omega microplate reader from BMG LABTECH  
equipped with shaking options (allowing for linear, orbital and  
double orbital  continuous shaking) with both absorbance and fluo-
rescence detection set up in the kinetic mode allowed us to explore a 
more efficient method for measuring aggregation propensity.

Initially transfer of the molecules and conditions used in the  
vortexing experiments to 96-well format proved unsuccessful  
resulting in negligible changes of aggregation promotion as 
judged by on-line absorbance analysis (340 nm/595 nm) even over  
a 7 daytime window.

However, the inclusion of a Teflon bead per well resulted in a change 
to the absorbance over a 24-48 h time window. The Teflon bead 
caused interference of the absorbance signal so the measurement 
of aggregation propensity was monitored by incorporation of an in 

 Teflon beads (Polyballs Teflon 1/8” diameter, Polysiences)
 black 96-well microplate (Costar, Corning, UK)
 FLUOstar Omega microplate reader from BMG LABTECH, UK

Experiment 1 
The antibody molecule was used at 1 mg/mL final concentration in 
50 mM sodium acetate/125 mM sodium chloride buffer (pH 5). A 2.5 
mM Thioflavin T (ThT) stock solution was prepared in the buffer men-
tioned above.

The test solutions were combined as follows :
980 µL antibody solution + 20 µL buffer
980 µL antibody solution + 20 µL ThioflavinT solution
980 µL buffer + 20 µL ThioflavinT solution.

150 µL of test solutions were used per well of a 96-well microplate,  
in the presence or absence of one Teflon bead. A plate sealer was  
used to eliminate loss of sample by evaporation as the experiment 
was performed at 37°C and for extended times. 
 
Instrument settings
No. of cycles: 44
Cycle time: 1810 sec
No. flashes per well: 10
Excitation: 440-10
Emission: 480-10
Shaking frequency (rpm): 1100
Shaking mode: orbital
Additional shaking time: 1800 sec after each cycle
Temperature: 37°C.

Experiment 2 
Five different antibody molecules were diluted to 1 mg/mL final  
concentration in 50 mM sodium acetate/125 mM sodium chloride 
buffer (pH 5). All other solutions were prepared as mentioned in  
experiment 1. The instrument settings for screening five different  
antibody molecules were as described for experiment 1.

Fig. 1:  BMG LABTECH’s multidetection microplate reader FLUOstar Omega.

Materials and Methods

situ fluorescent dye, Thioflavin T (a benzothiazole dye that exhibits 
enhanced fluorescence when bound to fibrous aggregates). 3
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The FLUOstar Omega multidetection microplate reader proved 
successful in preliminary experiments as a suitable high throughput 
screening method for the assessment of aggregation stability of 
different antibody molecules.

Since the mechanical stress using the shaking options of the FLUOstar 
Omega was more gentle compared with the vortexing approach in 1.5 
mL tubes, the inclusion of a Teflon bead was required. This served to 
introduce more turbulence and hence increased the exposure to an 
air-liquid interface resulting in a faster and more efficient means of 
promoting aggregation.

Further studies are in progress to assess the use of different buffers 
and hence aid in pre-formulation work.
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Fig. 2:  Kinetic plot showing the effect of Teflon beads on aggregation 
promotion of an antibody; (+) indicates presence of bead ; (-) indicates 
the absence of bead. ThT=Thioflavin T. (Range set from cycle 4-40 to 
normalize for initial equilibration factors. Data presented as baseline 
corrected.)

Fig. 4:  Rate of Aggregation of the Different Antibody Molecules in the presence 
and absence of a Teflon bead

The first experiment was performed to establish whether inclusion 
of a Teflon bead could promote aggregation of an antibody molecule 
(Fig.2).

There was only an increase in fluorescence intensity with time when 
the antibody sample was in the presence of the Teflon bead. It was 
noted that the overall fluorescence intensity was higher where Thio-
flavin T was present but there did not appear to be any aggregation 
promotion as a consequence of being present during the experiment. 
 
In order to establish the effect of the Teflon bead and particularly  
in situ Thioflavin T, the antibody samples were analysed by  
Dynamic Light scattering (DLS), too (data not shown). The DLS data 
illustrated that there was only generation of large particles when  
the protein was in the presence of the Teflon bead. There was no 
particle formation when the protein was shaken in the absence of 
the bead and in situ Thioflavin T. Hence aggregation promotion was 
obtained as a consequence of shaking in the presence of the Teflon 
bead only and not by Thioflavin T.

A second experiment was done to screen different antibody mol-
ecules. The aim of this test was to investigate if it is possible to  
discriminate between 5 different antibody molecules with respect 
to aggregation propensity in a set buffer condition. The results are 
shown in Fig. 3.

Fig. 3:  Effect of shaking on the aggregation propensity of different antibody 
molecules in the presence of a Teflon bead (in situ ThT).

When five different antibody molecules were examined, it was pos-
sible to discriminate between them with respect to their different 
rates of aggregation in the buffer of interest. It was possible to calcu-
late different rates of aggregation for each of the antibody molecules 
tested and to obtain a ranking order, see Figure 4. The ranking was in 
the order Ab3 > Ab2 > Ab5 > Ab1=Ab4, where A3 showed the greatest 
tendency to aggregate in the chosen buffer.

Interestingly, the ranking order for the different antibody molecules 
was equivalent to that obtained when aggregation was promoted by 
an alternative method (agitation by vortexing - data not shown.)

Results and Discussion

Conclusion
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